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Precise estimation of Creatinine (CRE) s an indispensable analysis used in the clinical Ctations

Settings for early stage detection of kidney dysfunction. In the present work, we
described the non-enzymatic detection of serum CRE using ellipsoidal nanostructured
Fe,03 integrated polyaniline (PANI) nanocomposite sensor platform. Hydrothermally Captures
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